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1. The meaning of symbols  
  

 

Manufacturer 
 

CE Mark  

 

LOT or 
batch 
number 

 
EC 
Representative 

 

Do not reuse 

 

Use by 

 

Sterile by 
EO  

Medical Device 

 

 

 
Keep Dry 

 

 
 

 
Temperature 
limit 

 

 

Single sterile 
barrier with 
protective 
packaging 
inside 

 

 

 
Unique device 
identifier 

 

Do not use if 
primary 
packaging is 
damaged 

      

 
2. Device Details 
2.1 Device Name: GSM sterile non-woven Euroswabs, sterile non-woven balls, sterile absorbent pads, sterile drain swabs 

and sterile gauze swabs.  
2.2 Device Description: Sterile woven and non-woven swabs and gauze swabs, balls and absorbent pads.  
2.3 Device Product Codes: 20013, 20018, 20018/4, 20019, 20019/4, 20020, 20020/4, 20048/4, 20049/4, 20050/4, 

20023, MCKK100, P52513, P52514, P52515.  
2.4 Composition: 100% Cotton/ 60%Polyester 40% Viscose mix.  
2.5 Device Manufacturer: GS Medical LTD, 24/25 Grattan Business Park, IDA Clonshaugh Business and Technology Park, 
       Dublin 17, Ireland, D17 TK25 
2.6 Manufactured on behalf of GS Medical in Shaoxing Yibon Medical Ltd., 341 Yuewang Road, Paojiang Industrial zone 
Shaoxing, Zhejang, China   
 
3. Indications 

• To absorb blood, exudation fluid, and clean wounds in a clinical care environment.  
• Applicable people: all adults and children.  
• Applicable site: injuries to the skin.  
• Allowable contact with the human body: direct contact 
• Indications: wounds/injuries. 
• Using conditions: injury 

 
4. Warnings 
4.1 Do not use if primary packaging is damaged or opened. 
4.2 Contact GS Medical in case of accidental re-use.  
  
5. Precautions: 
5.1 Inspect the sterile packaging carefully. Do not use if the packaging appears damaged or the contents appear damaged. 
5.2 If the packaging has been damaged and/or not intact; discard the entire contents of the package. 
5.3 This is a single use device, do not re-use or re-sterilise.  
5.4 If the device is re-used in error, it may cause a serious infection and require medical attention. Seek medical attention if 
the device has been re-used in error.  
 
 6. Warranty 
Suitability for use of this device for any surgical procedure should be determined by the user in conformance with the 
manufacturer’s instructions for use. There are no warranties that extend beyond the description on the face hereof.  


